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An ocular prosthesis is a custom-made polymeric insert that can be placed in an anophthalmic socket 
for cosmetic rehabilitation of patients who have lost their eyes. the process of creating such a custom-
made ocular prosthesis is time-consuming and labor-intensive because it involves artistic work that is 
carried out manually. this paper proposes a novel semi-automated method for fabricating customized 
ocular prostheses using three-dimensional (3D) printing and sublimation transfer printing. In the 
proposed method, an impression mold of the patient’s anophthalmic socket is first optically scanned 
using a 3D scanner to produce a 3D model. The ocular prosthesis is then produced via a digital light 
processing 3D printer using biocompatible photopolymer resin. Subsequently, an image of the iris and 
blood vessels of the eye is prepared by modifying a photographed image of the contralateral normal 
eye, and printed onto the 3D-printed ocular prosthesis using a dye sublimation transfer technique. 
Cytotoxicity assessments of the base material and fabricated ocular prosthesis indicate that there is no 
adverse effect on cellular viability and proliferation. The proposed method reduces the time and skill 
required to fabricate a customized ocular prosthesis, and is expected to provide patients with easier 
access to quality custom-made ocular prostheses.
The removal of eyeballs is a well-established approach for the treatment of various ocular diseases, the leading 
indications being intraocular malignancy, severe trauma, and a painful blind eye1. Cosmetic rehabilitation using 
custom-made prosthetic devices in the form of ocular prostheses help individuals that undergo this procedure to 
gain professional and social acceptance and also alleviates other problems2. Ocular prostheses are custom-made 
because the location, size, contour, and color of each prosthesis have to be considered in order to provide realism 
and symmetry to anophthalmic patients3. In addition, custom-made, hand-painted, and individually constructed 
ocular prostheses have proven to be the most satisfactory ocular replacements. Customized fabrication, however, 
necessitates the service of skilled artists to duplicate the iris and sclera, and is a sophisticated and time-consuming 
process4. The process of creating such custom-made ocular prostheses involves manual artistic work, and there 
has been no significant improvement in the fabrication process over the past several decades2–4.
Three-dimensional (3D) printing is a process in which a product is built in a layer-by-layer fashion based on 
a computer-aided design (CAD) sketch5. This technology facilitates freeform design and the production of cus-
tomized objects with complex geometries5,6. This type of printing is also being used in the medical field, where 
it is beginning to revolutionize medical and surgical procedures7–10. However, although 3D printing has recently 
been applied to the fabrication of ocular prostheses11,12, room for further development remains.
This paper proposes a semi-automated process for manufacturing customized ocular prostheses using 3D 
printing and surface painting techniques. The proposed process can provide patients with custom-made ocular 
prostheses without significant reliance on skilled ocularists.
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Methods
3D modeling of ocular prosthesis impression model. The main steps in both the conventional method 
and the proposed semi-automated method for creating customized ocular prostheses are presented in Fig. 1. In 
the customized ocular prosthesis fabrication process, it is first necessary to obtain an impression of the target 
patient’s anophthalmic socket. Thus, a suitable amount of impression material was injected into the patient’s 
anophthalmic socket to determine the shape and size of the prosthesis. Comparing the contralateral normal fel-
low eye, the future iris center of the ocular prosthesis was marked on an impression mold. This was accomplished 
by one of the authors (S.W.B), who is an experienced ocularist.
Obtaining information about the size and shape of an object and creating 3D model data requires scanning 
technology. Various non-contact methods can be used to obtain 3D model data13, which can be produced based 
on computed tomography (CT) or magnetic resonance (MR) images14. However, because CT and MR images 
are intended for clinical use, special software is required to ensure that the data can be used for 3D modeling; in 
addition, their resolutions are limited. Alternatively, the light intensity (visual image) method, which illuminates a 
light source on a surface to obtain 3D model data directly, can be used15. In this study, we used a light intensity 3D 
scanner (Cara Scan 3.2, Kulzer Inc., Germany) that reflects the laser beam from the surface of an object to obtain 
3D model data. The 3D scanner used a light source of 100 W, the camera resolution was 5 megapixels, the diagonal 
scanning range was 90–600 mm, and the precision was 5–12 µm. The impression model was scanned from top 
to bottom and bottom to top and the scans were merged using the program provided by the manufacturer. The 
iris center marking on the impression mold was optically scanned together with the mold and included in the 3D 
modeling data for future iris printing on 3D printed ocular prosthesis.
As the scanned image is produced from images scanned at multiple angles, the resultant image can include 
noise and artifacts, which inevitably had to be removed to produce the 3D model. This was achieved using the 
graphic editing software ZBrush 4R7 (Pixologic Inc., Los Angeles, CA, USA) to remove the internal and external 
noise of twisted meshes and to correct artifacts using the healing wizard function. Moreover, the software was 
used to smoothen the surface of the impression model. The polygon was spread evenly using the ZRemesher tool 
and the surface was smoothened using the polish brush tool to prevent the occurrence of a hole in the 3D model 
data. The modified 3D model data were converted to a stereolithography (STL) file and stored.
3D printing of the ocular prosthesis. The 3D printer used in this study was a DS131 (Carima Inc., Seoul, 
Republic of Korea), a digital light processing (DLP) 3D printer with 50-μm resolution in the X–Y plane. The 
Z-axis, that is, the layer thickness, can be set in 25-μm increments (i.e., 25 μm, 50 μm, and 75 μm). We used a bio-
compatible photopolymer resin (FotoTec DLP.A, Dreve Inc. Unna, Germany) as the base material. Of the various 
colors available for the material, white was selected because it most closely approximates the color of the sclera.
As the viscosity of the biocompatible material used was higher than the viscosity recommended by the man-
ufacturer of the 3D printer, the reduced adhesion proved problematic. The printing stability was improved by 
Figure 1. Protocol for manufacturing a custom-made ocular prosthesis: The conventional method and 
proposed semi-automated method with 3D printing technology are shown on the left and right, respectively.
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attaching a heating plate to the tray containing the liquid resin in the 3D printer, thereby reducing the viscosity 
of the material. Subsequently, the curing tendency of the resin was analyzed, and its thickness was measured to 
specify an appropriate amount of light for the molding time based on the characteristics of the material.
After the 3D printer was set up, a slicing file was created with the complete 3D model data using the software 
provided by the manufacturer. This file was uploaded to the 3D printer and the ocular prosthesis was printed. 
The ocular prosthesis was then cleaned with alcohol to remove residual resin remaining on its surfaces and the 
supports were removed. The prosthesis was then cured at 170 °C for 30 min and post-cured at 100 °C for 2 h.
printing iris and blood vessels on the printed ocular prosthesis. The contralateral normal eye of the 
patient was photographed using a slit lamp biomicroscope (Haag-Streit AG, Koeniz, Switzerland) with a mounted 
digital camera (Canon 450D, Canon Inc. Tokyo, Japan) to capture the graphical data of the iris and blood vessels. 
The image was copied using a mirroring tool and the blood vessels were modified by maintaining the size of the 
iris at 11 mm. Then, parts of the image containing the pupil, iris, and blood vessels were selected and the bright-
ness and contrast of the image were modified using Photoshop CS4 (Adobe Systems Inc., San Jose, CA, USA) to 
produce an image file for printing.
The sublimation transfer technique was used to print the image of the iris and blood vessels on the 3D-printed 
ocular prosthesis. An inkjet printer (Epson Stylus PRO 7890, Seiko Epson, Nagano, Japan) was used to print 
the image on the transfer paper (Seiko Epson, Nagano, Japan) with biocompatible sublimation ink (SubliNova 
Smart, Inktec Inc., Witney, UK). The iris and blood vessels printed on the transfer paper were transferred to 
the 3D-printed ocular prosthesis using a sublimation transfer system optimized for curved surface printing 
(3D STAR–6 S, Diofun Inc., Gunpo, Republic of Korea) after the system was preheated to 130 °C in accordance 
with the manufacturer’s protocol. The steps in the sublimation transfer technique are schematically illustrated 
in Fig. 2.
Figure 2. Schematic representation of the steps comprising the sublimation transfer technique (a) The image of 
the iris and blood vessels is printed on transfer paper via an inkjet printer using biocompatible sublimation dye. 
(b) A frame made to fit the back curvature of the ocular prosthesis is placed on the sublimation transfer system, 
and the 3D-printed ocular prosthesis placed on the frame. Then the printed transfer paper is placed upside 
down. (c) Vacuum is applied so that the transfer paper and the 3D-printed output are in contact, then heat is 
applied. (d) After the printed sublimation ink is transferred onto the 3D-printed output and fixed, the transfer 
paper is removed. The authors would like to thank Dong-Su Jang, MFA (Medical Illustrator, Medical Research 
Support Section, Yonsei University College of Medicine, Seoul, Korea) for his help with this illustration.
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Evaluation of the cellular toxicity of the 3D-printed ocular prosthesis. The cytotoxicity of the 
materials used for 3D printing was evaluated using the method described in our previous study16. Specifically, 
samples of 3D-printed polymer resin were prepared in the form of 1 × 1 × 1 cm blocks, and samples of poly(me-
thyl methacrylate) (PMMA)—the material used to fabricate most modern ocular prostheses—were prepared in 
the same shape and size. Then, the cytotoxicity was assessed by collecting the solutions that leached from the sam-
ples following the recommendations of the International Organization for Standardization (ISO) 10993-12 using 
cell culture medium. The cell viability was assessed using a 3-(4,5-dimethylthiazol-2-yl)-5-(3-carboxymethoxyp
henyl)-2-(4-sulfophenyl)-2H-tetrazolium (MTS) assay in L929 cells in accordance with the manufacturer’s pro-
tocol (Promega Corp., Madison, WI, USA).
After evaluating the cytotoxicity of the material, the cytotoxicity of the final product was assessed in accord-
ance with the ISO 10993-5 recommendations. The ocular prosthesis fabricated using the conventional protocol 
was also tested for negative control. The solution leached from the ocular prosthesis was prepared using a ratio 
of 4 g/20 mL with the cell culture medium at 37 °C for 24 h. This involved culturing 1 × 105 cells/mL of the L929 
cells in the leached solution for 1, 3, and 5 days before they were assessed with live/dead cell assay (Thermo Fisher 
Scientific, Rockford, IL, USA) in accordance with the manufacturer’s protocol. The results were quantified using 
fluorescence-activated cell sorting analysis.
Results
3D modeling of the ocular prosthesis impression model. Obtaining a 3D scan of the impression 
mold required approximately 30 min. Further, another 30 min period was necessary to modify the 3D scan data 
using graphic software. By contrast, crafting a wax model from the impression mold requires a similar amount 
of time—approximately 1 h—in the conventional method. Although the same amount of time is necessary to 
complete both procedures, 3D scanning is an automated process that does not require human effort. Moreover, a 
database of patients’ ocular prostheses can be built using the software. An impression mold of a patient’s anoph-
thalmic socket, 3D scanned image data, and its modified image are shown in Fig. 3(a–c).
3D printing of the ocular prosthesis. A DLP printer needs to be set up using custom settings for the 
luminance and amount of light to match the characteristics of the target material in order to obtain an optimal 
output. The 3D printer utilized was originally designed to use a base material with viscosity of 100–120 mPa·s. 
Thus, as the biocompatible material used in this study had a higher viscosity of 680–720 mPa·s, the adhesion of 
Figure 3. Three-dimensional (3D) model of impression mold of patient’s anophthalmic socket and 3D printed 
output. (a) Impression mold of patient’s anophthalmic socket obtained by following the conventional protocol 
for manufacturing an ocular prosthesis. (b) Optical scan of the impression mold using a 3D scanner, and (c) 
modified and smoothened image to reduce artifacts. (d) 3D printed output of ocular prosthesis printed using a 
DLP printer.
Layer thickness 50 μm
XY resolution 50 μm
Energy density 3.0 mW/cm2
Initial exposure time (three layers) 30 s
Basic exposure time 2 s
Table 1. Technical parameters of the 3D printer used in this study.
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the printing material was low, thereby causing the printout to disintegrate during printing. Consequently, printing 
was stabilized by attaching a heating plate to the tray to maintain a temperature range of 50–60 °C. The technical 
parameters of the 3D printer are provided in Table 1 and the printed ocular prosthesis is shown in Fig. 3(d). 
Printing the 3D model of the ocular prosthesis took approximately 45 min, as opposed to manually creating an 
acrylic mold following the conventional process, which required approximately 1 h. The 3D printed ocular pros-
thesis weighed approximately 2 g.
printing the iris and blood vessels on the printed ocular prosthesis. The contralateral normal eye of 
the patient was photographed using a slit lamp to create graphical data of the iris and blood vessels (Fig. 4(a)). Parts 
of the image containing the pupil, iris, and conjunctival vessels were selected and the brightness and contrast of 
the image were modified to produce an image file for printing (Fig. 4(b)). The modified image of the iris and blood 
vessels was then printed on transfer paper, and transferred to the 3D-printed output of the ocular prosthesis using a 
dye-sublimation transfer system (Fig. 4(c)). The process of capturing the image of the contralateral normal eye and 
graphical modifications required approximately 30 min, and printing the image on transfer paper and sublimating 
it onto the ocular prosthesis required another 30 min. By contrast, manually painting the iris and blood vessels usu-
ally requires more than 3 h, even when the process is performed by a skilled ocularist. Finally, the ocularist applied 
a transparent PMMA coating to the 3D printed ocular prosthesis to complete the fabrication process (Fig. 5).
Cytotoxicity assessment. The cytotoxicity of the solution leached from each sample was evaluated using 
cell viability test because the ocular prostheses are in constant contact with the conjunctiva of the wearers’ 
anophthalmic sockets. As shown in Fig. 6(a,b), the solutions leached from the 3D-printed polymer resin did not 
decrease the viability of the L929 cells in the MTS analysis.
Moreover, neither the ocular prosthesis fabricated using the conventional method nor that created via our 
semi-automated process resulted in significant cytotoxicity in live/dead cell assay (Fig. 6(c)). After 1, 3, and 5 
days of incubation in the leached solution from both ocular prostheses, the ratios of live/dead cell were not sig-
nificantly decreased.
Figure 4. Printing iris and blood vessels onto printed ocular prosthesis (a) The contralateral normal eye was 
photographed using a slit lamp. (b) Image of contralateral normal eye modified for printing. (c) Image of iris 
and blood vessels transferred to 3D printed ocular prosthesis.
Figure 5. Final output of the customized ocular prosthesis fabricated using 3D printing and surface printing.
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Discussion
Conventional custom-made ocular prostheses need to be designed and manually fabricated by skilled ocular-
ists. As this involves several manual processes, it is time-consuming, labor-intensive, and expensive2,12,17. In 
addition, as it is not possible to store data pertaining to a previously created ocular prosthesis, reproducing the 
original product in the case of damage or loss would require the same amount of time, effort, and cost. The 
semi-automated method proposed in this study replaces the manual processes in the conventional method (spe-
cifically, building a wax model for the socket, molding the ocular prosthesis in acryl, and painting the iris and 
blood vessels by hand) with semi-automated processes (specifically, 3D scanning and modeling, 3D printing of 
the ocular prosthesis, and sublimation transfer printing), as shown in Fig. 1. In contrast to the conventional cus-
tom ocular prosthesis fabrication process, which requires approximately 10 h12, custom ocular prosthesis fabrica-
tion using the proposed process requires approximately 8 h. Although the amount of time saved in the fabrication 
process is not large, much of the process is replaced by semi-automated processes that do not require manual 
labor by a skilled craftsman. Thus, the proposed process only requires approximately 3 h of actual work for a man-
ufacturer. Moreover, one ocularist can fabricate ocular prostheses of multiple patients at the same time, thereby 
increasing the efficiency of ocular prosthesis fabrication and ultimately reducing the cost of fabricating an ocular 
prosthesis. In addition, a relatively inexperienced ocularist or a non-professionally educated general worker can 
use the semi-automated process to create a custom-made ocular prosthesis, which can improve the welfare of 
anophthalmic patients in underdeveloped areas where experienced ocularists are not available. Furthermore, 
because the ocularist can store information about patients’ ocular prostheses, the ocular prosthesis can be repro-
duced without additional visit to the practice in cases where patients have lost or damaged their ocular prosthesis.
Various types of 3D printing technology have been developed for industrial use, some of which have been 
adopted to produce medical devices5,8,18. Stereo lithography (SLA)-type 3D printing uses a UV light source to 
selectively liquidize a photopolymer, whereas fused deposition modeling (FDM) extrudes semi-liquid plastic in 
a specific layout to create objects. The most significant advantage of SLA 3D printing is its high resolution: SLA 
3D printing can produce objects with more than twice the resolution of FDM printing19,20. Similarly, polyjet tech-
nology relies on the principle of UV curing, but the liquid photopolymer is deposited onto a build platform in 
the form of droplets, and each droplet corresponds to a voxel that constitutes the 3D object21,22. In DLP-type 3D 
printing, the digital optical projector immediately irradiates a cross-sectional layer using a photocurable resin and 
repeatedly stacks layers as its output. Unlike the SLA approach of photo-curing based on points, DLP performs 
Figure 6. Effect of fabricated ocular prosthesis on cell viability. MTS assay using the solution leached from 
the PMMA and 3D-printed polymer resin used for 3D printing. (a) L929 cells were cultured in different 
concentrations of leached solution for 48 h, and the cell viability was measured with MTS analysis. (b) L929 cells 
were cultured in 100% of leached solution for different durations, and the cell viability was measured with MTS 
analysis. (c) The cytotoxicity of the final products was assessed with live/dead cell assay and quantified using 
fluorescence-activated cell sorting analysis.
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photo-curing based on units of cross-sectional layers; this results in faster fabrication and hardened products with 
a smooth surface23–25.
The challenge in manufacturing a medical device with a 3D printer lies in selecting an appropriate material 
because the material must be biocompatible and the printed output is usually required to have a smooth and 
homogenous surface. Some biomaterials available for 3D printing usually produce an inconsistent output owing 
to their high viscosities below a certain temperature. We solved this problem by installing a heating plate in the 
3D printer to raise the temperature during printing, which lowered the viscosities and improved the quality of 
printing.
Several methods have been developed for printing on curved surfaces, such as direct inkjet printing, laser 
printing, pigment transfer printing, and dye-sublimation transfer printing26–28. Because of the marked curvature 
of the ocular prosthesis, the dye-sublimation transfer method was used in this study29–31. As this method trans-
fers the printed images from the transfer paper to the curved surface of the product by penetrating the colors at 
a certain temperature and pressure, the design is neither damaged nor peeled32,33. Thus, this method is used for 
printing on cotton fabrics and can be used for products with curved surfaces, such as cell phone cases, glasses, 
and glass cups.
Several recent studies that utilize 3D printing technology to manufacture custom-made ocular prostheses 
have been reported. For example, Ruiters et al. produced a 3D printed mold, instead of impression molds, by 
CT imaging in anophthalmic patients11. Their technique avoids the process of fabricating the impression mold, 
which patients may find uncomfortable. However, it has several drawbacks. First, it entails replacing the impres-
sion mold with a 3D-printed device, and the ocular prosthesis itself is manufactured by hand, as in the conven-
tional method. Second, fabricating the impression mold using CT imaging can be inaccurate. This is because 
the anophthalmic cavity is collapsed and the boundaries of the anophthalmic socket are not well distinguished 
with CT scans when there is no prosthesis. Moreover, as their technique cannot capture the anterior curve of the 
anophthalmic socket, it is inappropriate to use the term “custom-made” because the mean standard values of a 
normal eye are used instead.
Alam et al. recently proposed a method of fabricating ocular prostheses with polyjet 3D printing using 
PMMA12. They reported that the proposed method reduces the fabrication time while maintaining a satisfac-
tory cosmetic outcome. However, as with the conventional method of ocular prosthesis fabrication, it produces 
a wax model from an impression and records a CT scan of the model to obtain a 3D model for 3D printing. 
Considering that an acrylic mold can be manufactured directly from the wax model in the conventional ocular 
prosthesis fabrication method, substituting it with CT scanning followed by 3D printing does not appear to be 
highly advantageous. Moreover, the authors also manually painted the iris and blood vessels, which requires a 
skilled professional.
The primary limitation of the method proposed in this paper is that certain aspects of the manufacturing 
process still need to be undertaken by a skilled ocularist. Specifically, expert manual work is required to obtain an 
impression mold of the patient’s anophthalmic socket and to cover the printed ocular prosthesis with clear acrylic 
coating and polish the coating. These manual tasks are still necessary to create a customized ocular prosthesis 
for patients. Nevertheless, as much of the production process is replaced by a semi-automated process, the time 
required for production is significantly reduced and the need for technical expertise is reduced. In addition, this 
technique requires skills as well as software for 3D graphics and modeling, which were not previously required.
Because the present study was only concerned with the development of a prototype for the manufacturing 
process, it did not include a human trial. Therefore, the cosmetic outcome and the patient’s comfort when wear-
ing the fabricated ocular prosthesis could not be measured. We plan to conduct clinical trials for the proposed 
method and publish the results in the near future.
In summary, this paper proposed a novel semi-automated method for fabricating customized ocular prosthe-
ses that reduces the time and skill required to fabricate customized ocular prostheses. The fact that the 3D mod-
eling data can be stored is also advantageous as the data can be reused when the patient’s ocular prosthesis is lost 
or damaged. The proposed method makes it easier for patients to access quality custom-made ocular prostheses, 
which helps them to gain increased professional and social acceptance.
References
 1. Chalasani, R., Poole-Warren, L., Conway, R. M. & Ben-Nissan, B. Porous orbital implants in enucleation: a systematic review. Surv 
Ophthalmol 52, 145–155, https://doi.org/10.1016/j.survophthal.2006.12.007 (2007).
 2. Raizada, K. & Rani, D. Ocular prosthesis. Cont Lens Anterior Eye 30, 152–162, https://doi.org/10.1016/j.clae.2007.01.002 (2007).
 3. Brown, K. E. Fabrication of an ocular prosthesis. J Prosthet Dent 24, 225–235 (1970).
 4. Welden, R. B. & Niiranen, J. V. Ocular prosthesis. J Prosthet Dent 6, 272–278 (1956).
 5. Chae, M. P. et al. Emerging Applications of Bedside 3D Printing in Plastic Surgery. Front Surg 2, 25, https://doi.org/10.3389/
fsurg.2015.00025 (2015).
 6. Hoy, M. B. 3D printing: making things at the library. Med Ref Serv Q 32, 94–99, https://doi.org/10.1080/02763869.2013.749139 
(2013).
 7. Huang, W. & Zhang, X. 3D Printing: Print the future of ophthalmology. Invest Ophthalmol Vis Sci 55, 5380–5381, https://doi.
org/10.1167/iovs.14-15231 (2014).
 8. Hoang, D., Perrault, D., Stevanovic, M. & Ghiassi, A. Surgical applications of three-dimensional printing: a review of the current 
literature & how to get started. Ann Transl Med 4, 456, https://doi.org/10.21037/atm.2016.12.18 (2016).
 9. Marro, A., Bandukwala, T. & Mak, W. Three-Dimensional Printing and Medical Imaging: A Review of the Methods and 
Applications. Curr Probl Diagn Radiol 45, 2–9, https://doi.org/10.1067/j.cpradiol.2015.07.009 (2016).
 10. Webb, P. A. A review of rapid prototyping (RP) techniques in the medical and biomedical sector. J Med Eng Technol 24, 149–153, 
https://doi.org/10.1080/03091900050163427 (2000).
 11. Ruiters, S., Sun, Y., de Jong, S., Politis, C. & Mombaerts, I. Computer-aided design and three-dimensional printing in the 
manufacturing of an ocular prosthesis. Br J Ophthalmol 100, 879–881, https://doi.org/10.1136/bjophthalmol-2016-308399 (2016).
8Scientific RepoRts |          (2019) 9:2968  | https://doi.org/10.1038/s41598-019-38992-y
www.nature.com/scientificreportswww.nature.com/scientificreports/
 12. Alam, M. S., Sugavaneswaran, M., Arumaikkannu, G. & Mukherjee, B. An innovative method of ocular prosthesis fabrication by 
bio-CAD and rapid 3-D printing technology: A pilot study. Orbit 36, 223–227, https://doi.org/10.1080/01676830.2017.1287741 
(2017).
 13. Chen, J., Wu, X., Wang, M. Y. & Li, X. 3D shape modeling using a self-developed hand-held 3D laser scanner and an efficient HT-
ICP point cloud registration algorithm. Opt Laser Technol 45, 414–423, https://doi.org/10.1016/j.optlastec.2012.06.015 (2013).
 14. Rengier, F. et al. 3D printing based on imaging data: review of medical applications. Int J Comput Assist Radiol Surg 5, 335–341, 
https://doi.org/10.1007/s11548-010-0476-x (2010).
 15. Ohno, K., Kawahara, T. & Tadokoro, S. In Robotics and Biomimetics, 2008. ROBIO IEEE International Conference on. 2161–2167 
(IEEE) (2008).
 16. Ko, J. et al. Hydrophilic surface modification of poly(methyl methacrylate)-based ocular prostheses using poly(ethylene glycol) 
grafting. Colloids Surf B Biointerfaces 158, 287–294, https://doi.org/10.1016/j.colsurfb.2017.07.017 (2017).
 17. Cain, J. R. Custom ocular prosthetics. J Prosthet Dent 48, 690–694, https://doi.org/10.1016/S0022-3913(82)80030-9 (1982).
 18. Liu, Q., Leu, M. C. & Schmitt, S. M. Rapid prototyping in dentistry: technology and application. Int J Adv Manuf Technol 29, 
317–335, https://doi.org/10.1007/s00170-005-2523-2 (2006).
 19. Petrovic, V. et al. Additive layered manufacturing: sectors of industrial application shown through case studies. Int J Prod Res 49, 
1061–1079, https://doi.org/10.1080/00207540903479786 (2011).
 20. Finnes, T. High Definition 3D Printing–Comparing SLA and FDM Printing Technologies. The Journal of Undergraduate Research 
13, 3 (2015).
 21. Lee, J.-Y. et al. The potential to enhance membrane module design with 3D printing technology. J Memb Sci 499, 480–490, https://
doi.org/10.1016/j.memsci.2015.11.008 (2016).
 22. Park, J. H., Jung, J. W., Kang, H.-W. & Cho, D.-W. Indirect three-dimensional printing of synthetic polymer scaffold based on 
thermal molding process. Biofabrication 6, 025003, https://doi.org/10.1088/1758-5082/6/2/025003 (2014).
 23. Mitteramskogler, G. et al. Light curing strategies for lithography-based additive manufacturing of customized ceramics. Addit 
Manuf 1, 110–118, https://doi.org/10.1016/j.addma.2014.08.003 (2014).
 24. Kang, H.-W. & Cho, D.-W. Development of an indirect stereolithography technology for scaffold fabrication with a wide range of 
biomaterial selectivity. Tissue Eng Part C Methods 18, 719–729, https://doi.org/10.1089/ten.tec.2011.0621 (2012).
 25. Zhang, X., Jiang, X. & Sun, C. Micro-stereolithography of polymeric and ceramic microstructures. Sensor Actuat A Phys 77, 
149–156, https://doi.org/10.1016/S0924-4247(99)00189-2 (1999).
 26. Evans, J. R., Edirisinghe, M. J. & Song, J. H. Direct Ink‐Jet Printing of Vertical Walls. J Am Ceram Soc 85, 2113–2115, https://doi.
org/10.1111/j.1151-2916.2002.tb00414.x (2002).
 27. Song, J. H., Edirisinghe, M. J. & Evans, J. R. Formulation and multilayer jet printing of ceramic inks. J Am Ceram Soc 82, 
3374–3380, https://doi.org/10.1111/j.1151-2916.1999.tb02253.x (1999).
 28. Teng, W. D., Edirisinghe, M. J. & Evans, J. R. Optimization of dispersion and viscosity of a ceramic jet printing ink. J Am Ceram 
Soc 80, 486–494, https://doi.org/10.1111/j.1151-2916.1997.tb02855.x (1997).
 29. Ozguney, A. T. The comparison of laser surface designing and pigment printing methods for the product quality. Opt Laser Technol 
39, 1054–1058, https://doi.org/10.1016/j.optlastec.2006.05.004 (2007).
 30. Kan, C.-W. CO 2 laser treatment as a clean process for treating denim fabric. J Clean Prod 66, 624–631, https://doi.org/10.1016/j.
jclepro.2013.11.054 (2014).
 31. Burge, D., Gordeladze, N., Bigourdan, J.-L. & Nishimura, D. In NIP & Digital Fabrication Conference. 205–208 (Society for Imaging 
Science and Technology).
 32. Gorondy, E. J. Analysis of the dye transfer mechanism in heat transfer printing. Textile Res. J 47, 604–615, https://doi.
org/10.1177/004051757704700905 (1977).
 33. Salesin, E. & Burge, D. In NIP & Digital Fabrication Conference. 197–200 (Society for Imaging Science and Technology).
Acknowledgements
This work was supported by the Bio & Medical Technology Development Program of the NRF, funded by the 
Korean government, MSIP (2015M3A9E2067031), and the Basic Science Research Program through the NRF 
funded by theKorean government, MSIP (NRF-2016M3A9E9941746). The authors would like to thank Dong-Su 
Jang, MFA (Medical Illustrator, Medical Research Support Section, Yonsei University College of Medicine, Seoul, 
Korea) for his help with Fig. 2.
Author Contributions
J.K., S.H.K., and J.S.Y. conceived and designed the study; S.H.K. and S.W.B. fabricated the 3D-printed ocular 
prosthesis; M.K.C., performed the cytotoxicity assessment; J.K., S.H.K., and J.S.Y. analyzed and interpreted the 
data; J.K., S.H.K., and J.S.Y. drafted the manuscript.
Additional Information
Competing Interests: The authors declare no competing interests.
Publisher’s note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.
Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 
format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2019
